Mechanized micro-scale determination of protein in platelet pellet sonicates.
With the method described here, samples can be assayed at the rate of 40/h, with increased reproducibility. As described, the method covers an analytical range of 1 to 7 g/liter, but it can be readily adapted to measure different ranges of concentration in other protein preparations.